J-^ HEWLETT- PACKARD 

(m JOURNAL 

m TECHNICAL INFORMATION FROM THE -hp- LABORATORIES 



VOL. 3 No. 5-6 



MJBLISHED BY THE HEWLETT-PACKARD COMPANY, 395 PAGE MILL ROAD, PALO ALTO, CALIFORNIA JAN. -FEB., 1952 



Simplified Microwave Frequency Measurements 
Using the 10-MC Frequency Counter 



THE -hp- Model 524 A Frequency Counter 
was designed as a new type of secondary 
frequency standard capable of measuring 
frequencies up to 10 megacycles directly and 
automatically. The instrument differs from 
conventional frequency standards in that 
the measured frequency is displayed on a 
direct- reading system on 
the front panel and in 
that the instrument is 
complete in itself, requir- 
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ing no external associated equipment. The 
indicating system identifies frequencies as 
high as 10 megacycles to eight significant 
figures so that a 10-megacycle unknown can 
be read to one- tenth of a cycle. Readings are 
accurate within approximately 2 parts per 
million ^0.1 cycle. Simplicity of operating 
the instrument is such that even the most in- 
experienced can make frequency measure- 
ments accurately and rapidly, for it is only 
necessary to connect the unknown and to 
record the reading displayed by the indi- 
cating system. 




' 



Fig* 1. Set-up for calibrating waveguide frequency meters using -hp 
Model S24 A Frequency Counter. 



The Model 5 24 A is being used in many 
interesting applications both for measure- 
ments within its direct-reading range as well 
as at frequencies well above its nominal 10- 
megacycle limit; Many of these applications 
make use of frequency dividers to divide the 
unknown frequency down into the range of 
the Model 5 24 A, In one application in the 
-hp- plant, the Model 524 A is used in a some- 
what different way. This application makes 
use of the Model 5 24 A to permit precise fre- 
quency settings of an oscillator in the 10- 
megacycle region. The output of the oscilla- 
tor is then multiplied up to the microwave 
region for comparison purposes. 

In the ^hp- plant the Model 5 24 A is used 
to calibrate the -hp- Model 5 30 A waveguide 
frequency meters over a range from 5850 to 
] 2,400 megacycles. The set-up for this work 
is diagrammed in Fig. 2. The frequency 
meter to be calibrated is inserted between 
the signal source and the waveguide tee. 
One arm of the tee connects to an -hp- Model 
485B detector mount which provides a rec- 
tified signal for presentation on 
the oscilloscope. The second arm 
of the tee connects to a multi- 
plier chain driven by the vari- 
able oscillator. The oscillator is 
provided with a high- ratio gear 
drive that varies the frequency 
over a range of a few hundred 
kilocycles on each side of 10 
megacycles. The harmonic-gen- 
erating system provides marker 
frequencies throughout the de- 
sired SHF range, 
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Fig. 2, Block diagram of equipment used 

for calibrating waveguide frequency 

meters. 

In operation, the signal source is 
tuned to the desired region and is 
frequency -modulated to have a fre- 
quency swing of several megacycles. 
When the 10-mcgacycle oscillator is 
suitably tuned , a marker pip from 
the multiplier appears atop the kly- 
stron output curve as shown in Fig, 



2(b). Now, when the frequency me- 
ter is approximately tuned to the 
marker pip frequency, a notch will 
appear on the oscilloscope presenta- 
tion. When the frequency meter is 
precisely tuned , the marker pip will 
drop Into the notch, giving an accu- 
rate indication of the frequency me~ 
ter tuning. 

The lG-megaeycle oscillator can 
be slowly tuned through a range cor- 
responding to the range of the fre- 
quency meter, pausing at desired in- 
tervals to establish the calibration. 
Throughout this process, the fre- 
quency of the klystron is changed to 
accommodate the marker pip. 

Besides simplifying the calibra- 
tion of the frequency meters, this 
test set-up allows convenient checks 
on drift caused by temperature 
changes and on shifts in resonant 
frequency caused by mechanical 
inaccuracies such as looseness of 



threads in the frequency meter drive 

system. Production tests on the fre- 
quency meters are further simplified 
by connecting a number of frequen- 
cy meters in series. These are all con- 
nected between the klystron and the 
tee in a mass-calibrating arrange- 
ment. 

Q MEASUREMENTS 

Use of the Model 5 24 A also sim- 
plifies measurements of the Q of the 
meters. Since the notch is a plot of 
the resonance curve of the frequency 
meter, the Q can be quickly deter- 
mined by measuring the fre quency 
interval between the half -amplitude 
points of the notch. This is easily 
done by varying the 10- mega cycle 
oscillator and recording the readings 
of the counter. Measurements with 
this arrangement give values of ap- 
proximately 10,000 for the Q of the 
Model ^M j A waveguide frequency 

meters. __. _ _. 

—W, D, Myers 



The "Perfect Load" and the Null Shift- 
Aids in VSWR Measurements 



FREQUENTLY, the matterof how 
-"- much of a measured VSWR value 
is attributable to the load and how 
much to the transmission system is 
important. In production work, for 
example, acceptance of a manufac- 
tured device may rest on being able 
to separate the VSWR of the trans- 
mission system from the VSWR of 
the device. If a device rated to have 
a VSWR not in excess of, say, 1 ♦ 1 5 is 
measured in a system having a 
VSWR of LOS, a resulting VSWR 
measurement slightly greater than 
L15 is not necessarily sufficient 




Fig. L -hp- Model X9I4A Sliding Load 

permits measurement of "residual** \ r $ IF R 

of transmission system to obtain more 

accurate VSWR measurements, 



reason for rejection of the device. 
On the other hand, a VSWR slightly 
lower than 1.15 may not be conclu- 
sive proof of performance. In very 
accurate work, a (so, where VSWRs 
in the order of L05 or less are being 
measured, it is visually important to 
determine the VSWR of the trans- 
mission system. 

The "residual 1 T VSWR of a trans- 
mission system in measurement work 
usually arises from the presence of 
one or more low- loss discontinuities. 
In VSWR measurements only the 
discontinuities between the sam- 
pling probe and the load and of the 
transmission system are considered, 
as long as the power source is well 
matched to the system. The discon- 
tinuities that cause the "residual" of 
the system are considered as a single 
lumped discontinuity, an assump- 
tion valid at a single frequency. 



Two techniques are available to 
measure the "residual" of the system. 
One method involves measuring the 
VSWR of the system when termi- 
nated by a "perfect" or completely 
flat load. Although in the broad- 
band sense such a load is unknown 
at present, it is possible to obtain the 
effect of a perfect load by means of a 
technique used in directional coup- 
ler work* 

The "perfect load" is basically a 
well-designed load constructed in 
such a way as to be movable longi- 
tudinally in the transmission system. 
Such a load can be designed for 
either a coaxial or a waveguide 
system- 

The basic philosopy underlying 
the use of the movable load is that 
reflections from the load can be 
identified from those caused by a 
discontinuity 1 in the transmission 
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Fig- 2. (a) Typical iet-up using sliding 
load. (I? J Relation of incident and re- 
flected voltages when making measure- 
ments with sliding load. 

system. Where a discontinuity causes 
a reflection whose phase is fixed 
(provided frequency is heid con- 
stant), reflections from the movable 
load can be made to occur in any 
phase by moving the load. In a typi- 
cal VSWR measurement, moving 
the load will cause the meter pointer 
of the standing -wave indicator to 
vary as the phase of the reflection is 
varied. 

To measure the VSWR of the 
transmission system, the sliding load 
is connected in place of the usual 
load at the end of the system. Then, 
adjusting both the position of the 
probe carriage on the slotted section 
and the position of the sliding load, 
the highest obtainable VSWR is 
sought and measured. This measure- 
ment requires some care, since the 
settings are interdependent. 

Now, a second VSWR measure- 
ment must be made, using the for- 
mer value for the maximum but a 
different value for the minimum. To 
make this measurement, first return 
the probe to the position of the 



original maximum or peak. Then 
adjust the sliding load to obtain a 
minimum reading on the standing- 
wave indicator. The load should be 
adjusted while the probe carriage is 
still positioned at the point of the 
former maximum. A second VSWR 
smaller than the first is thus obtained. 
If the first VSWR reading is 
VSWR! and the second reading 
VSWR,, the VSWR of the transmis- 
sion system is 

vswr— VSWRl - m 

The significance of the above 
measurements can be described h\ 
reference to Fig, 2(b), which repre- 
sents the voltage waves in the trans- 
mission system in vector form. E*, 
the incident wave* travels down the 
system and a partial reflection E lt 
occurs at the discontinuity. A second 
partial reflection E^ occurs at the 
sliding load. 

The phase of reflection E 4 , can, in 
effect, be adjusted by changing the 
position of the probe carriage on the 
slotted line. Similarly, the phase of 
reflection El can be adjusted by po- 
sitioning the sliding load. In the first 
VSWR measurement, the phases of 
Eit and El are adjusted by position- 
ing the probe carriage and load so 
that the two reflections reinforce 
each other. This arrangement gives 
the highest obtainable value of re- 
flected voltage and thus the highest 
VSWR. The VSWR has the value 
vcwd _ Ej -|- (E,j + El) 

vswr i _^_ (Ei)+i -— 

In the second VSWR measure- 
ment, when the probe is returned to 
the position of the maximum, the 
phase of only El is adjusted. Under 
this condition the reading has the 
value 

VSWR=!| 1 ^^ + | L 

(Ei -j- Ed) — E L 

Since the reflected waves are small 
in magnitude, this second VSWR 
reading is essentially the VSWR of 
the sliding load. In case of question, 
the VSWR can also be calculated 
from the more accurate expression 
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Fig, % Effect of minor discontinuity on 
location of null when line is extended. 
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VSWR, 
The sliding load is currently be- 
ing manufactured for waveguide 
use over the frequency range from 
8201) to I2,i00 megacycles U"xi" 
waveguide). The load has a VSWR 
of 1,01 or less at all frequencies in 
this range. The load element is posi- 
tioned by means of a handle at the 
hack of the device, 

NULL SHIFT 

The second method commonly 
used for determining the "residual" 
VSWR of the transmission system is 
the nu It-shift method. The princi- 
ples of this method are illustrated in 
Fig. % which shows a coaxial system 
terminated with a major discontinu- 
ity in the form of an open circuit. 
Located between the slotted section 
and the end of the transmission sys- 
tem is the minor discontinuity to be 
measured. Since the incident wave 
is totally reflected from the major 
discontinuity and since the minor 
discontinuity is lossless, the VSWR 
in the line is theoretically infinite 
under all conditions. Therefore, 
measurements of VSWR magnitude 
can not he used to provide informa- 
tion concerning the reflection co- 
efficient of the minor discontinuity. 
However, such information is ob- 
tainable from the manner in which 
the phase of the reflection coefficient 
of the major discontinuity is affected 
by the reflection from the minor 
discontinuity. Specifically, informa- 
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Fig. 4. Nj*// shift curve used to obtain 
phase data. 

tion concerning the reflection coeffi- 
cient of the minor discontinuity is 
obtained from measurements of the 
position of the nulls in the standing- 
wave pattern. 

If the end of the line is extended 
or lengthened in smalt increments, 
the position of the nulls between the 
minor discontinuity and the end of 
the line will move in identical incre- 
ments. That is, the position of the 
nulls will be a linear function of line 
length. However, the nulls on the 
other side of the minor discontinuity 
will respond differently. Instead of 
moving linearly with extensions of 
the line, these nulls will follow a 
non- linear curve, as shown in Fig* 3. 

This non- linear curve can be 
shown to be related to the reflection 
coefficient of the minor discontinue 
ity 1 . By determining the peak-to- 
peak amplitude of the curves the 
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VSWR of the minor discontinuity 
can be easily calculated, 

To visualize the variations that 
occur in the position of the null, 
consider that in the usual case the 
discontinuity to be measured con- 
sists of a capacitive discontinuity 
shunting the line, If this discontinue 
ity happens to occur at a null in the 
standing- wave pattern, it will have 
no effect on the system. If the dis- 
continuity occurs at a voltage maxi- 
mum, however, it will cause the line 
to be foreshortened. Thus, the posi- 
tion of the null in hack of the minor 
discontinuity varies non-linear [y as 
the line is extended. 

The null shift can be measured 
with a set-up similar to that in Fig, 
2(a). In place of the load in Fi#, 2(a), 
the transmission system can be con- 
nected to a special section of rigid, 
air-dielectric coaxial line. The cen* 
ter conductor of the special line can 
be drilled and tapped to permit ad- 
dition of extension segments for 
lengthening the line in known in- 
crements. 

To measure the magnitude of the 
variations in the null, the positions 
of the null in the slotted section are 
plotted as the center conductor is 
progressively extended. When the 
line extensions are subtracted from 
the corresponding positions of the 
null, the resulting data will be a 
curve of the "null shift/' From this 
data the residual VSWR of the tr.mv 
mission system can be calculated 
using the expression 

VSWR=^ ^^ ^L+2ttD X 
1 — ttU/a 

where D is the peak-to- peak ampli- 
tude of the null shift, X is the wave- 
length, and where D and A are in 
the same units. 

The null shift method is usable in 
either coaxial or waveguide systems. 
As a practical matter, the method is 
better adapted to coaxial systems at 
frequencies in the range from a few 



hundred to a few thousand mega- 
cycles. At higher frequencies or in 
waveguide systems, the "perfect 
load" method is usually preferred 
because no displacement measure- 
ments are required and because the 
guide wavelength need not be meas- 
ured. At frequencies in the order of 
a few hundred megacycles, however, 
the "perfect load" method requires 
an undesirably long tapered load. 

PHASE MEASUREMENT 

The "'perfect ioaeT and null shift 
methods are most often used to de- 
termine the magnitude of the small 
reflections occurring in the trans- 
mission system, However, both meth- 
ods are also capable of providing 
useful information concerning the 
phase of the reflection. 

In the "perfect load" method, 
phase information is quickly ob- 
tained by noting the position of the 
minimum in the standing -wave pat- 
tern when reflected waves En and E^ 
are in phase. Knowing the position 
of this minimum and the magnitude 
of the VSWR is usually sufficient to 
permit necessary compensations or 
to permit calculating how the resi- 
dual VSWR of the system is affect- 
ing the measured VSWR of the load. 

Phase information with the null 
shift method can also be easily ob- 
tained. When the null shift curve 
(Fig. 4) is plotted, the point where 
the null shift curve crosses its me- 
dian in a positive- to- negative direc- 
tion is the position of a minimum in 
-the standing waves caused by reflec- 
tions from the discontinuity, 

— J. K. } hint on and 
U ; B. WhoUy 
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SPECIFICATIONS 

-hp- 
MODEL X914A 
SLIDING tOAD 

FREQUENCY RANG?. 8200 to 12,400 mego^ 
cycles (for us* with r'n'/j"' waveguide - 

VSWft 1.01 maximum. 

POSITIONING: Load element can be moved 
at least one-half guide wavelength or 
lowest rated frequency. 

DISSIPATION.' 1 wall man i mum. 

PRICE. 540.00 Fab. Palo Alto, California. 
Data subject to change without notice 
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